Purpose: To mathematically model the relationship between CT measurements of emphysema obtained from images reconstructed using different section thicknesses and kernels and to evaluate the accuracy of the models for converting measurements to those of a reference reconstruction. Methods: CT raw data from the lung cancer screening examinations of 138 heavy smokers were reconstructed at 15 different combinations of section thickness and kernel. An emphysema index was quantified as the percentage of the lung with attenuation below À950 HU (EI 950 ). Linear, quadratic, and power functions were used to model the relationship between EI 950 values obtained with a reference 1 mm, medium smooth kernel reconstruction and values from each of the other 14 reconstructions. Preferred models were selected using the corrected Akaike information criterion (AICc), coefficients of determination (R 2 ), and residuals (conversion errors), and cross-validated by a jackknife approach using the leave-one-out method. Results: The preferred models were power functions, with model R 2 values ranging from 0.949 to 0.998. The errors in converting EI 950 measurements from other reconstructions to the 1 mm, medium smooth kernel reconstruction in leave-one-out testing were less than 3.0 index percentage points for all reconstructions, and less than 1.0 index percentage point for five reconstructions. Conversion errors were related in part to image noise, emphysema distribution, and attenuation histogram parameters. Conversion inaccuracy related to increased kernel sharpness tended to be reduced by increased section thickness. Conclusions: Image reconstruction-related differences in quantitative emphysema measurements were successfully modeled using power functions.
I. INTRODUCTION
Using multidetector CT (MDCT), the alterations in lung morphology produced by emphysema can be quantified by determining the percentage of lung tissue with attenuation below a specified threshold in Hounsfield units (HU). 1 This parameter, referred to hereinafter as the CT emphysema index, has become accepted as an objective and clinically relevant means of measuring the extent of emphysema when comparing different populations. The noninvasive CT quantification of emphysema has resulted in the identification of differences in susceptibility to emphysema related to gender, 2, 3 race, 4 body habitus, 5 and genes. 6 It has also made the classification of patients with chronic obstructive pulmonary disease (COPD) into different emphysema phenotypes a realistic goal that may result in a greater understanding of pathogenesis and lead to more individualized therapy. [7] [8] [9] [10] [11] Hence, potential future clinical applications of CT emphysema quantification include the monitoring of disease progression and the assessment of response to any new therapies designed to slow its progression.
The CT emphysema index does not correspond directly to the absolute amount of emphysema, but rather correlates with histologic measurements of emphysema. 1, [12] [13] [14] [15] It is recognized that the measured value of the CT emphysema index will vary depending on the section thickness and reconstruction kernel used to generate images from the CT raw data. It has been found in several cohorts that either reducing the section thickness [14] [15] [16] or increasing the sharpness of the reconstruction kernel [17] [18] [19] resulted in an increase in the mean CT emphysema index. Other work has shown that these effects are related to the extent of emphysema in a nonlinear way, so that the difference in emphysema index with any two different reconstructions is smaller when the extent is either very small or very large, and larger for intermediate amounts of emphysema. For extremely severe emphysema, such as is found in some lung transplant candidates, these effects of section thickness and reconstruction kernel are reversed, so that thinner sections and sharper kernels result in lower emphysema index values.
The mechanisms of these thickness and kernel effects have not been directly studied but may be related in part to differences in image noise levels and to differences in the degree to which the voxel attenuation coefficients at the lung air-tissue interfaces are altered by the reconstruction kernel.
This section thickness-and reconstruction kernel-related variation may limit the ability to compare CT measurements of emphysema among individuals whose images were generated using different reconstruction parameters. For studies comparing emphysema in different groups or in the same group over time, the impact of this variation on the ability to detect differences will depend on the actual size of the group differences and the degree of measurement variation, which in turn affect the needed size of the study population. To limit the impact of measurement variation, it is now recognized that section thickness and reconstruction kernel should be clearly specified and held constant in prospective cross-sectional and longitudinal studies. However, this may not be possible in studies analyzing existing CT examinations in which differing reconstruction parameters were used. Technical differences in image reconstruction among different scanner models add an additional unknown amount of measurement variation. The ability to normalize quantitative emphysema index values from images generated using different reconstruction parameters to a standard measurement scale would be very useful for these situations but has not previously been demonstrated.
Although CT emphysema index measurements vary depending on the image reconstruction parameters, the measurements using different parameters are correlated to each other and to histologic measurements of emphysema. 14, 15 We therefore hypothesized that the relationship between CT emphysema index measurements obtained with different reconstruction techniques can be modeled mathematically, and that the relationship can be used to convert measurements using one reconstruction technique to those that would have been obtained with a different reconstruction. The purpose of this study was to test these hypotheses and to determine the accuracy of converting to a standard reference reconstruction technique.
II. MATERIALS AND METHODS
Approval to conduct this study was obtained from the Human Research Protection Office at our institution and included a waiver of informed consent for the use of existing data.
II.A. Subjects
The 138 subjects of this study were a subset of the 1880 participants in the National Lung Screening Trial (Ref. 20, clinical trials.gov identifier NCT00047385) 21 who had undergone screening for lung cancer using low-radiationdose multidetector CT at our institution. This study was not part of the National Lung Screening Trial. The subjects included in the present study were those for whom CT raw data had been saved by a research coordinator when permitted by the daily workflow of the clinical CT service. There were 91 men and 47 women, with a mean 6 standard deviation age of 61 6 5 years. All subjects had a smoking history of at least 30 pack years, with a mean 6 standard deviation of 61.5 6 28.7 pack years. Data from this study population were used previously in an unrelated investigation. 22 
II.B. Imaging and image analysis
The CT scans were performed on a 16-MDCT scanner (Sensation 16, Siemens Healthcare, Erlangen, Germany) at end-inspiration using a low radiation dose technique. Technical parameters included 0.75 mm detector collimation, 120 kVp, 45 mAs, and 1.5 pitch for an effective tube current of 30 mAs. For each subject, a single raw data acquisition was used to reconstruct 15 sets of contiguous transverse images, each with a unique combination of one of three different section thicknesses (1, 2, and 5 mm) and one of five different body reconstruction kernels including Siemens B20f (smooth), B30f (medium smooth), B40f (medium), B50f (medium sharp), and B60f (sharp). The reconstructions were generated using a proprietary desktop version of software for the Sensation 16 scanner (Siemens).
Analysis of the CT images was performed using the PUL-MONARY ANALYSIS SOFTWARE SUITE EMPHYSEMA PROFILER (VIDA Diagnostics, Iowa City, IA) computer program. 23 This software produced histograms of lung voxel attenuation values after automatically outlining the lungs in the CT images. Emphysema was quantified by calculating the number of voxels within a given volume having attenuation less than À950 HU divided by the total number of voxels within that volume, a measurement referred to hereinafter as the emphysema index (EI 950 ); thresholds at and near this level have been validated against tissue specimens using both standard clinical and low radiation dose scan techniques. 1, [13] [14] [15] The software also divided the lungs into upper, middle, and lower thirds, allowing for calculation of both whole lung and regional partiallung CT emphysema indices. Image noise was determined by measuring the standard deviation of the attenuation of air in circular or oval regions of interest within the trachea near the carina on three consecutive CT sections.
II.C. Modeling
Scatter plots were generated using the EI 950 measured on 1 mm-B30f reconstructions as the dependent variable and the EI 950 measured using each of the other 14 different reconstructions as the independent variable. The 1 mm-B30f reconstruction was chosen as the reference because similar techniques have provided very good correlation with quantitative emphysema histology, 14, 15 and because a thinsection, low to medium spatial resolution reconstruction is generally preferred for emphysema quantification. 24 Inspection of the scatter plots and preliminary curve-fitting analyses revealed that while the relationships of some reconstructions with the reference reconstruction appeared nearly linear, all could be fit very well with either quadratic or power functions. ] models were generated to relate the EI 950 from each of the other 14 section thickness-kernel combinations to the EI 950 of the 1 mm-B30f reference, using JMP 8.0 (SAS Institute, Cary, NC). For each model, data from all 138 subjects were used to determine best fit parameters using the least squares method.
II.D. Model selection
For each of the 14 section thickness-kernel combinations, the relative performance of the linear, quadratic, and power function models was ranked based on the value of the small sample size-corrected Akaike information criterion (AICc), 25, 26 determined using JMP 8.0 (SAS Institute, Cary, NC). This statistical parameter provides a means for comparing the goodness of fit of different statistical models. The model with the lowest AICc was considered the best model for predicting the 1 mm-B30f EI 950.
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For further assessment of goodness of fit, the model residuals, or difference between the model-predicted EI 950 value for the 1 mm-B30f reconstruction and the actual value (referred to hereinafter as conversion errors), were examined. This included determination of the minimum, 5th percentile, 95th percentile, and maximum conversion errors. In addition, the coefficients of determination (R 2 values) for each model were reviewed. Considering the AICc, the size of the conversion errors, and the coefficients of determination, a preferred model was then chosen for predicting the EI 950 values of the reference reconstruction technique from the values of the other reconstruction techniques.
II.E. Model testing
The reliability of the preferred models was cross-validated by a jackknife approach using the leave-one-out method. For each of the 14 test reconstructions, model parameters were determined N times (where N equals the total number of study subjects or 138) using the data from N À 1 subjects, leaving a different subject out each time. From each model, a predicted EI 950 at 1 mm-B30f was determined for each subject left out, and the model R 2 values and conversion errors for each cycle were compiled for each reconstruction.
II.F. Model refinement
The various reconstructions represent different mathematical manipulations of image data from the same lungs in the same physical state. Since a perfect mathematical relationship (i.e., R 2 ¼ 1 and conversion errors ¼ 0) was not found between the EI 950 values of the different reconstructions, we postulated that the size of the conversion errors may be due to the individual subject differences in body size and the amount and distribution of emphysema. This was based on the consideration that these factors can lead to differences in image noise and to local differences in tissue attenuation measurements, respectively, both of which may influence the effects of the different reconstructions. Consequently, we investigated the relationship of image noise (which varies in part with individual body size), the spatial distribution of emphysema, and the lung voxel attenuation frequency (lung attenuation histogram) statistics to the size of conversion errors. This analysis was performed using data from all 138 subjects, for the reconstructions in which conversion was least successful (defined as those in which the 5th and 95th percentile conversion errors were 1.0 index percentage points or larger). Noise was measured as the standard deviation of air attenuation measured in the lower trachea; the spatial distribution of emphysema was quantified as the ratio of the EI 950 in the upper third to the lower third of the lungs (U=L); and the lung attenuation histogram was characterized by its mean and standard deviation (SD). These four parameters were entered into separate multiple regression models for each reconstruction using the conversion error as the dependent variable, and backwards stepwise regression 27 was performed using JMP 8.0, requiring a p value of 0.05 to retain a parameter, to determine whether these parameters were independently related to the size of the conversion error. These conversion error prediction models were then used to generate linear corrective terms for the predicted 1 mm-B30f EI 950 values, and the R 2 and conversion errors of the refined preferred models were examined.
III. RESULTS
The frequency distribution of EI 950 values for the 1 mmB30f reconstruction is shown in Fig. 1 . The mean 6 standard deviation was 9.4 6 6.9%, with a median of 8.0%. The mean 6 standard deviation and range of EI 950 measured for each section thickness-kernel combination are shown in Table I . For reconstructions made with the same section thickness, using a sharper kernel produced a larger average EI 950 . For reconstructions that used the same kernel, thinner sections produced a larger average EI 950 .
III.A. Model selection
Results of the analysis comparing linear, quadratic, and power function prediction models are shown in Table II . For each section thickness-kernel combination, the best model for predicting the 1 mm-B30f EI 950 had a coefficient of determination (R 2 ) greater than 0.950. Conversion errors (residuals) ranged from À5.25 to 6.02 emphysema index percentage points, though the largest 5th and 95th percentile conversion errors were less than half of these extreme values of the range as shown in Table II . For all but two reconstructions (1 mm-B60f and 5 mmB60f), the best model as determined by the AICc was a power function that used EI 950 as the input variable. For these two cases, the best model was a quadratic function; however, R 2 and analysis of the residuals showed that the best fit power function performed almost exactly as well as the best model (Table III) . For both, the difference in R 2 between the power function and the model with the smallest AICc was less than 0.002. Additionally, the residuals for the power function differed minimally from the residuals for the best model (Fig. 2) . Thus, for consistency and simplicity, we considered a power function (Fig. 3) to be the preferred mathematical conversion model for all reconstructions.
III.B. Model testing
The results of the leave-one-out cross-validation using power functions to predict the 1 mm-B30f EI 950 are presented in Table IV . The R 2 values for each reconstruction in the cross-validation (Table IV) were virtually the same as those obtained with the entire data set (Table II) , with no to minimal difference between the smallest, mean, and largest R 2 value among all 138 leave-one-out cycles. The 5th and 95th percentile conversion errors for each reconstruction (Table IV) also were very similar to those found with the entire data set (Table II) , being less than 3.0 index percentage points for all 138 leave-one-out cycles with all reconstructions, and less than 1.0 index percentage point for five reconstructions. However, either the minimum or the maximum conversion error (depending on the reconstruction) among the 138 leave-one-out iterations (Table IV) was larger than that found with the entire data set (Table II) for many reconstructions. The 1 mm smooth kernels (B20f and B40f), 2mm-B40f, and 5 mm sharp kernel (B50f and B60f) reconstructions all generated conversions that performed exceptionally well, with conversion errors smaller than 2.5 emphysema index percentage points for all subjects. The other reconstructions were less universally reliable, with conversion errors as high as 4.5-7.9 emphysema index percentage points in some subjects.
III.C. Refined model assessment
The analysis of factors potentially associated with the size of the model residuals (conversion errors) is shown in Table V . Different combinations of the four variables assessed (noise, U=L, mean, and SD) were significantly associated with the size of the conversion errors for the different reconstructions, with R 2 for the conversion error factor models ranging from 0.35 to 0.48. Noise and U=L were the only two variables present in every model. These variables together accounted for the largest proportion of the R 2 of the models, with noise having the strongest association. Table V also lists the range and 5th and 95th percentiles of the conversion errors for predicting the 1 mm-B30f EI 950 , and the R 2 of the models, when these variables were used as linear corrective terms to the power functions. Comparison to the data in Tables II and III reveals that the addition of linear corrective terms resulted in only marginal improvement in R 2 and conversion errors; this improvement was nearly as great correcting only for noise and U=L as correcting for all variables which were significant in the models.
IV. DISCUSSION
This study illustrates the degree of accuracy obtainable in estimating the EI 950 that would have been measured with a specific reference reconstruction technique, using data from CT images generated using other reconstruction techniques. Lacking knowledge of the proprietary reconstruction algorithms, we used an empirical approach to determine which of several mathematical functions most closely model the relationship between the reference EI 950 values and EI 950 values measured from other reconstructions. Simple power functions based on the EI 950 from the other reconstructions provided the most accurate conversions. The conversion accuracy was only marginally improved when the power functions were augmented by other variables that reflect individual subject differences in image noise, emphysema spatial distribution, and attenuation histogram characteristics.
The accuracy of the conversions varied for the different reconstructions. In particular, the 1 mm smooth kernel (B20f and B40f), 2mm-B40f, and 5 mm sharp kernel (B50f and B60f) reconstructions had highly reliable conversion formulas to predict 1 mm-B30f results. For reconstructions in which the conversion formulas did not perform as well, it was not because the mathematical function form did not approximate the trends in the data, as the R 2 values were all 0.95 or higher. Instead, the entirety of the data could not be well described by any of the simple functions tested. In such cases, there were several individuals for whom the measured EI 950 was the same with the tested reconstruction technique but different with the 1 mm-B30f reference technique, and vice-versa, so that some deviated more from the fitted curves.
The trends in the performance of the different models and known effects of section thickness and kernel on lung attenuation histograms suggest some general principles regarding the relative ability to convert from other techniques to a thin-section, medium-smooth technique (1 mm-B30f EI 950 ). When two reconstructions of a single raw data set use different section thicknesses (or reconstruction kernels), the histogram for the reconstruction with the thinner sections (or sharper kernel) will be broader and have a smaller peak value. 16 This is a result of increased quantum noise as well as linear partial volume effects that arise as a consequence of the physical structure of the lung parenchyma. 28 An example of this is shown in Fig. 4(a) , in this case as a result of using a sharper kernel. When using thicker sections or a smoother kernel to reconstruct images, the opposite effect may be seen, and the histogram will be narrower and more peaked [ Fig. 4(b) ].
Because the mean and median attenuation differ minimally with different section thicknesses or kernels, these opposing effects can balance out to some degree when comparing histograms from thin section-smooth kernel reconstructions to histograms from thick section-sharp kernel reconstructions. The effect of using thicker sections (a narrower, more peaked histogram) counteracts the effect of using a sharper kernel (a broader, more spread out histogram). The end result is that the histogram for a 5 mm-B50f reconstruction is very similar in size, shape, and position to the histogram from a 1 mm-B30f reconstruction [ Fig. 4(c) ]. This likely explains why the conversion formula for predicting the 1 mm-B30f emphysema index from the 5 mm-B50f index was so surprisingly successful. For conversions without this balancing of two opposing effects, such as when converting from a 5 mm-smooth kernel or 1 mm-sharp kernel, the 1 mm-B30f emphysema index is relatively more difficult to predict with this level of accuracy in all individuals. Thus, our results suggest that the most accurate conversions can be made between reconstructions in which the lung attenuation histogram differences related to changing the section thickness are offset by the differences related to changing the kernel.
As previously noted, depending on the specific shape and position of the histograms, several different individuals may have the same emphysema index using one reconstruction technique and different indices using another (Fig. 5) . The conversion error analysis was performed to look for variables that might be responsible for these individual differences and act as corrective terms to improve the conversion formulas. Image noise, the upper=lower EI 950 ratio, and the whole lung attenuation histogram descriptors-mean and standard deviation-explained a substantial portion of the variance in residuals. The source of the remaining variance is unknown. Nevertheless, our analysis demonstrated that it should be possible to improve the conversion accuracy by taking these parameters into account. However, as shown by comparison of the conversion errors in Tables II and V, the power functions alone performed quite well and did not leave much room for improvement in the vast majority of individuals. Notes: R 2 and conversion error statistics are from 138 power function models generated for each reconstruction, leaving a different case out for each model. Min-smallest conversion error from the 138 power function models generated by leaving one case out. Max-largest conversion error from the 138 power function models generated by leaving one case out. 5th%ile-5th percentile of all conversion errors from the 138 power function models generated by leaving one case out. 95th%ile-95th percentile of all conversion errors from the 138 power function models generated by leaving one case out. To our knowledge, there have been no published results regarding the use of mathematical models to convert quantitative CT results among various reconstruction techniques. Prior studies of the effects of varying section thickness [14] [15] [16] and reconstruction kernel [15] [16] [17] are consistent with the trends seen in Table I . We note that these trends represent average changes, and that the size of the effect of section thickness and kernel may vary in different individuals based on the severity of emphysema in a nonlinear manner. 15 The range of emphysema severity represented in our population of heavy smokers, with EI 950 of approximately 0-50% across most reconstruction techniques, is similar to the range of severity reported in other recent quantitative CT studies. 15, 22, 29, 30 Some limitations of this study are recognized. First, the relationships presented here may be somewhat different for other CT scanner models or under different scanning conditions of kVp, mAs, and pitch. In addition, the EI 950 values of our subject group were predominantly skewed toward the lower to mid portions of the overall range. This may have limited our ability to test the accuracy of the models in subjects with more extensive emphysema. Nevertheless, the models were quite reliable across our entire subject group. Finally, augmenting the power function models with linear correction factors based on the variables tested was only partially effective, and it is possible that other variables not recognized could provide more significant improvements.
V. CONCLUSION
There is growing recognition of the need to have technical standards in order to insure of the validity of quantitative CT measurement comparisons. [31] [32] [33] [34] In this study, simple, robust mathematical models were found that allowed for reliable prediction of measurements from a specific reconstruction technique given data obtained using various other techniques. Since different CT manufacturers use different proprietary algorithms for image reconstruction, the specific results derived from this study may have limited applicability. The process used to generate these results, however, could be applied to find conversion formulas for other scanner models, or for other scanning conditions of kVp, mAs, and pitch. Applying this approach to convert EI 950 values between different scanner models might also be possible, but would likely require the use of CT phantoms having numerous different simulated lung attenuation profiles that can be measured on different scanners. In the absence of current industry standards for CT scanners related to quantitative lung measurements, such empirical derivation of measurement conversion factors may be a feasible alternative that would allow more reliable comparison of results independent of the reconstruction parameters and scanner model used to obtain them.
